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ABSTRACT 

Two  effects  which  influence  the-  accuracy  of  cesium  beam 
primary  frequency  standards  are  examined:  (.4)  second 
order  Doppler  shift,  and  (B)  apparent  frequency  shift 
upon  reversal  of  the  static  C-fieid  (~60  mGauss)  in 
which  the  hyperfine  transitions  occur. 

(A)  A  new  technique  for  evaluating  the  velocity 
distribution  of  the  Cs  beam  is  presented.  Using  this 
method,  the  second  order  Doppler  shift  =  4  x  10-13 

for  our  primary  standards)  can  be  evaluated  to  an 
A  f  j- 

uncertainty  of  j —  ~  1 0  1 3  ,  an  improvement  on  our 

previous  uncertainty  of  2  x  10  14  . 

(B)  Progress  in  understanding  the  origins  of  the 
frequency  shift  of  our  primary  standards  as  the  static. 
C-field  is  reversed  in  direction  is  reported.  This 
effect  has  been  eliminated  in  our  evaluations  of  CsV , 
but  not  for  the  CsVl's. 

Application  of  these  methods  in  evaluating  NRC  clocks 
gives  no  frequency  shift  outside  previously  published 
error  budgets. 


INTRODUCTION 

A  major  problem  with  primary  cesium  clocks  is  determining  the  velocity 
distribution  of  the  Cs  atoms,  which  is  necessary  to  evaluate,  the  second 
order  Doppler  shift.  Previous  approaches  either  simulated  the  Ramsey 
pattern  with  truncated  velocity  distributions  (Mungall1);  used  the.  Ramsey 
pattern  itself  (Daams2  and  Jarvis3);  or  used  pulse  excitation  (tie  1  l.wig4 ) . 
The  first  two  methods  suffer  from  the  approximations  made  either  to  the  form 
of  the  velocity  distribution  or  in  its  calculation  from  the  Ramsey  pattern. 
The  third  method  requires  major  modification  of  the  microwave  excitation 
system.  We  haved  found  another  method  using  the  relation  between  the 
transition  probability  at  the  center  of  the  Ramsey  pattern  and  the 
(microwave)  excitation  level,.  We  have  shown  that  this  function  is  a  simple 
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cosine  transform  of  the  time  of  flight  distribution.  The  new  method  is  more 
accurate  and  is  easier  to  use  than  the  old  methods. 

Another  problem  which  was  thought  to  exist  in  cesium  beam  clocks  is  the 
so-called  "Millman  effect"5.  It  has  been  proven  by  Vanier  et  al6  that  the 
Millman  effect  does  not  exist  for  a  Am^=  0  transition  but  only  for  a 
Amp  =  +1  transition.  The  frequency  shift  resulting  from  reversal  of  the 
C-field  reported  earlier  by  Mungall5  for  CsV,  was  a  consequence  of  the 
method  used  to  measure  and  set  the  C-field  in  the  normal  and  reversed  field 
directions  (using  (4,-4)  to  (4,-3)  transitions).  it  is  not  an  offset  in 
frequency  due  to  the  direction  of  the  C-field.  This  was  demonstrated  in 
CsV,  using  field  dependent  transitions  with  A^p  =  0  to  measure  and  set  the 
C-field.  However,  in  the  case  of  CsVI's  there  is  an  apparent  shift  in 
frequency  upon  field  reversal  using  either  of  these  two  methods. 

A  -  Determination  of  the  velocity  distribution 

a)  The  excitation  level  method 

In  cesium  frequency  standards,  the  transition  probability  at  the  resonant 
frequency  of  an  atom  between  states  p  and  q  is  given  by7 : 


P  =  4s in2 bp  cos2 bx ,  (i) 

p,q 

where  b  is  the  excitation  level  and  p  the  time  of  flight  through  one  of  the 
two  cavities.  It  can  be  shown  that  this  relation  is  true  within  a  part  in 
106  for  typical  primary  cesium  standards  with  currently  attainable 
uniformity  of  the  C-field,  microwave  excitation  level  and  microwave  phase*. 

Using  simple  trigonometric  manipulation  this  equation  can  be  rewritten: 

P  =  ”■  -  ~  cos  4bx  •  (2) 

p,q  2  2 

On  the  other  hand,  the  measured  signal  amplitude  is  the  integral  over  all 
possible  times  of  flight 

CO 

1(b)  =  -~  J  (1  -  cos  4bT)f(x)dx,  (3) 

o 

which  can  be  rewritten  as: 

CO 

1(b)  =  Constant  -  y  /  f(x)  cos  4bp  dx  .  (4) 

o 


*  J-S  Boulanger,  to  be  published. 


6o 


The  second  term  is  a  cosine  transform  of  the  time  of  flight  distribution 
The  reverse  operation  gives  (for  x  *  0) : 


f(x)  =  — ”  [  1(b)  cos  4bx  db  .  (5) 
o 

Since  vt  =1,  the  length  of  one  cavity,  it  follows  that  the  velocity 
distribution  is: 

f(v)  =  r2f(x)  x  constant  (  6  ) 

Consequently  it  is  possible  to  calculate  the  time  of  flight  distribution, 
and  hence  the  velocity  distribution,  from  measurments  of  the  amplitude  of 
the  signal  at  the  center  of  the  resonance  as  function  of  the  excitation 
leve 1 . 

Once  the  velocity  distribution  is  known  it  can  be  used  in  the  general  Ramsey 
equation7  to  retrieve  the  Ramsey  pattern  of  Cs  beam  intensity  vs  microwave- 
frequency.  This  pattern  can  also  be  measured  and  the  agreement  between  the 
calculated  and  the  measured  patterns  serves  as  a  check  for  the  accuracy  of 
the  velocity  distribution.  The  second  order  Doppler  shift  can  be 
evaluated  from  the  velocity  distribution  in  a  straightforward  manner. 

(b)  Experimental  and  computational  technique 

We  used  the  clocks  without  modifications  although  for  CsV,  the  2— meter 
clock,  we  had  to  change  the  microwave  source  in  order  to  obtain  sufficient- 
power.  These  clocks8  are  of  the  flop-in  type  with  a  single  cavity  providing 
two  excitation  regions.  The  excitation  is  normally  provided  by  a  Gunn 
oscillator  and  a  calibrated  variable  attenuator.  For  the  CsVI's,  10  mW  of 
microwave  power  is  available,  and  the  attenuator  covers  a  range  (if  JO  dB. 
For  the  present  experiment  the  Gunn  oscillator  was  locked  to  a  separate  Cs 
reference  and  set  at  the  center  frequency  of  the  Ramsey  pattern. 

The  excitation  level  in  the  cavity  is  not  known  exactly.  It  can  be 
calculated  within  a  few  percent  f  rom  a  knowledge  of  the  cavi.ty  Q 
(loaded  Q  ~  4000  for  our  clocks)  and  the  power  available.  Greater  accuracy 
can  be  obtained  by  fitting  the  calculated  Ramsey  pattern  to  the  Ramsey 
pattern  measured  on  the  clock.  This  pattern  can  he  characterized  by  its 
shape  (the  relative  amplitude  of  secondary  peaks  and  valleys  to  the  central 
peak,  the  number  of  peaks,  etc..)  and  by  its  scale  in  Hertz  (the  distance 
between  peaks,  or  the  width  at  haLf  the  height  of  the  central  peak,  etc). 

From  the  Ramsey  equation,  it  can  be  seen  that,  apart  from  the  dependence  on 
b,  the  shape  of  the  Ramsey  pattern  is  dependent  only  on  the  shape  of  the 
velocity  distribution,  if  the  second  order  Doppler  shifts  and  the  cavity 
phase  differences  are  neglected  (valid  for  a  first  approximation).  The 
frequency  scale  of  the  Ramsey  pattern  (or  its  width)  is  determined  only  by 
the  velocity  scale  (or  the  average  velocity  of  the  distribution),  and  the 
clock  length. 
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We  adjust  a  scale  factor  and  recompute  the 
excitation  level  data  until  the  theoretical  and 
Ramsey  patterns  are  equal.  The  adjustment  Is  a 
This  fitting  is  required  once  for  each  clock, 
sufficiently  stable  in  power  for  the  same  scale 
months  after  the  first  measurement,  including 


Fourier  transform  of  the 
experimental  widths  of  the 
few  percent  of  the  power. 
The  Gunn  oscillators  are 
factor  to  be  adequate  two 
a  reversal  of  the  beam 


di rection. 


In  order  to  resolve  the  Rabi  resonances  and  minimize  the  effect  of  the 
overlapping  of  the  field  dependent  transitions  on  the  ( 3 ,())<-> (4 ,0) 
transition  at  high  power  levels,  the  C-field  was  raised  temporarily.  As  is 
seen  in  Figure  !,  at  20  dB  above  the  optimum  power  level  for  the  Ramsey 
resonance,  this  effect  is  quite  serious  at  a  C-field  of  67  mGauss  which  is 
the  normal  operating  field.  A  magnetic,  field  of  260  mGauss  is  enough  to 
reduce  this  problem  to  acceptable  levels  as  seen  in  the  same  figure. 

( c )  Processing  of  data 

A  Fast  Fourier  Transform  (FFT)  program  was  used.  It  requires  data  equally 
spaced  in  excitation  level.  Because  of  the  difficulty  in  satisfying  this 
condition  with  our  attenuator,  we  used  a  spline  interpolation  to  extract 
about  200  points  from  the  75  experimental  points  (see  Figure  2).  We  hope  in 
the  near  future  to  be  able  to  take  more  points,  improving  the,  accuracy  of 
the  data  fed  to  the  FFT. 


We  have  also  added  a  "tail"  of  constant  value  equal  to  that  of  the  highest 
power  data  point  beyond  the  last  measured  point  to  filL  the  1024  points 
needed  by  the  program.  This  approach  is  justified  by  the  fact  that  at  high 
excitation  level  the  detector  response  tends  towards  a  constant.  If  the 
excitation  is  sufficiently  great,  even  the  high  velocity  atoms  make  many 
transitions  in  passing  through  the  cavities.  If  we  average  a  large  number 
of  atoms  at  different  velocities,  the  average  transition  probability  is  then 
exactly  one  half.  The  effects  of  adding  this  "tail"  are  discussed  below. 

(d)  Effects  of  experimental  difficulties 

In  order  to  evaluate  the  i nf 1  nonce  of  *  potential  sources  of  error  in  this 
method,  we  have  exaggerated  four  separate  error  sources  and  examined  the 
consequences  of  each.  In  each  case,  following  the  method  detailed  above,  a 
velocity  distribution  was  obtained,  and  the  scale  factor  was  checked  using 
the  widths  of  the  experimental  and  calculated  central  Ramsey  peaks. 

Each  time,  the  quality  of  the  agreement  in  terms  of  the  shape  of  the  two 
Ramsey  curves  could  be  observed,  and  changes  in  the  calculated  velocity 
distribution  could  be  noted.  For  the  curves  presented  in  Figures  5  to  6, 
the  agreement  between  the  two  Ramsey  curves  is  approximately  1%  of  the 
central  Ramsey  peak.  The  four  sources  of  errors  we  have  investigated  in 
this  manner  are: 

1)  Effect  of  mp  +  0  transitions 

If  the  magnetic  field  is  too  low,  an  extraneous  signal  from  neighbouring 
transitions  is  added  to  the  true  signal  for  high  excitation  levels. 
Comparing  Figure  3  with  Figure  7-a  shows  the  difference  between  two  sets  of 
data  at  low  (67  mGauss)  and  high  (260  mGauss)  magnetic  fields.  At  a  low 
field  the  effect  causes  an  error  at  the  high  velocity  end  of  the  spectrum, 
creating  small  false  velocity  peaks.  These  arise  since  the  signal  from  the 
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neighbouring  transitions  makes  1(b)  increase  as  the  excitation  level  is 
raised.  This  increase  adds  peaks  in  the  short  time  of  flight  (or  high 
velocity)  region. 

2)  inadequate  microwave  excitation  level 

if  the.  experiment  is  limited  to  low'  values  of  excitation  power,  the  integral 
appears  to  he  truncated.  The  resolution  in  the  Lime-of-f light  distribution 
is  limited,  and  the  velocity  distribution  is  distorted  with  the  addition  of 
an  "oscillation"  along  the  velocity  axis.  The  distortion  looks  much  the 
same  as  for  the  first  source  of  error  at  high  velocity  and  adds  some  noise 
at  low  velocity  as  can  been  seen  by  comparing  Figure  4  with  Figure  7-a.  The 
peaks  at  high  velocity  are  due  to  the  offset  generated  by  the  "tail"  added 
at  the  wrong  level. 

3)  Noise  in  the  measured  signal 

Since  the  Cs  beam  noise  is  much  the  same  at  any  excitation  level,  its 
effect  after  FFT  should  be  visible  in  the  regions  of  Long  times  of  flight  or 
at  low  velocities.  This  effect  is  simulated  In  Figure  5  which  represents 
the.  data  of  Figure  4  to  which  a  noise  equivalent  to  5%  of  the.  signal  maximum 
has  been  added  before  the  interpolation.  A  Ramsey  pattern  calculated  from 
such  a  noisy  set  of  data  would  still  give  an  estimate  of  the  second  order 
Doppler  shift  within.  10  pi  Fix.  of  the  noise-free  set  of  data.  In  practice  the 
no  i  s  e  i  s  be  '1  ow  0 ,2Z. 

4 )  De  n  s  i  t.  y  o  f  p  o  1  n  t  s 

As  expected,  an  increase  in  the  density  of  points  gives  better  results.  As 
can  be  seen  in  Figure  6,  when  compared  to  Figure  7-c ,  an  increase  from  43  to 
75  points  reduces  the  noise  at  low7  velocities  by  at  least  a  factor  of  4.  We 
expect,  that  doubling  the  number  of  poi  nr.s  should  reduce  it  even  further. 

e )  Results  f o r  each  clock:  second  order  Doppler  shi f t 

Figures  7~  a,  ~T-E  ancl  /-c  s h ow  the  re s u  I  t s  obtained  on  CsVi-A,  CsVT-ft  and 
CsVI-C  respectively.  Figures  8-a ,  8-b,  and  8-c.  show  the  Ramsey  patterns 
calculated  for  each  clock  from  the  velocity  distribution  found  by  the  FFT. 
For  comparison  with  Figure  8-a  „  the  experimental  Ramsey  pattern  of  CsVi-A  is 
also  shown  in  Figure  8.  We  have  suppressed  the  noise,  at  Low  velocity,  since 
the  veometry  of  the  clock  would  eliminate  all  atoms  with  velocities  below  a 
certain  value, 

Tt  is  remarkable  how  well,  these  curves  fit  the  experimental  Ramsey  patterns 
up  to  s  thousand,  hertz  away  from  the:  center  of  resonance  (see  Figure  8-a). 
The  agreement  is  better  than  1%  everywhere.  If  the  deliberately  distorted 
velocity  distribution  of  Figure  3  or  Figure  4  is  used  the  agreement  is 
reduced  to  a  region  of  abouL  500  liz  around  the  center  of  resonance. 

Despite  tins  reduction  in  quality  of  fit,  the  second  order  Doppler  shifts, 
as  calculated  from  these  theoretical  Ramsey  patterns  for  any  one  clock,  all 
agree  within  1.0  pHz  for  a  particular  clock  or  one  part  in  lO1*5  of  the 
frequency  of  the  clock.  The  previous  method  used  for  the  CsVI’s,  which 
assumed  a  truncated  Maxwellian  distribution,  is  in  agreement  with  the 
present  method  to  within  its  stated  (I  a)  error  of  2  x  10-Ti+  ciocjc 
frequency. 
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Unfortunately,  the  results  to  date  are  not  as  good  on  CsV.  At  the  time  of 
measurement,  the  calibrated  attenuator  used  in  CsV  had  a  much  narrower  range 
(20  d 8 )  than  the  ones  on  the  CsVI's  (70  dB).  The  use  of  an  uncalibrated 
attenuator  in  series  with  it  made  the  measurements  more  difficult  and  the 
reproducibility  was  adversely  affected.  To  obtain  sufficient  microwave 
power,  the  Gunn  oscillator  was  temporarily  replaced  by  a  100  mW  klystron 
(also  phase  locked).  The  results  are  shown  in  Figure  9. 

In  Figure  9-b  the  hump  at  around  150  m/s  is  false;  and,  possibly,  also  the 
long  tail  at  high  velocities  (>  500  m/s).  A  Ramsey  pattern  calculated  from 
it  would  be  significantly  in  error.  If  we  used  the  other  sets  of  data,  at 
low  magnetic  field  or  Low  maximum  power,  the  hump  would  be  displaced  and  the 
main  peak  would  also  be  slightly  affected. 

Despite  that,  the  Ramsey  pattern  calculated  in  Figure  10-b  is  good  to  better 
than  1%  up  to  500  Hz  from  the  center  of  resonance.  The  evaluation  of  the 
second  order  Doppler  shift  may  not  he  quite  as  accurate  as  for  the  CsVI's. 
The  maximum  variation  (50  pHz)  is  6  parts  in  10“  of  the  frequency  of  the 
clock  using  the  different  sets  of  data  and  will  likely  be  improved  by  using 
a  b  e  t  ter  a  1 1  e nu a  t  o  r . 

it  seems  that  for  each  NRC  clock  (CsV  and  the  CsVI's)  the  second  order 
Doppler  shift  has  been  overestimated  in  the  past  by  the  same  amount.  This 
error  is  still  within  the  error  limits  of  the  old  method  that  used  truncated 
velocity  distribut  ions-'-  .  Adoption  of  the  new  method  will  reduce  the  NRC 
primary  clock  frequency  by  1.7  x  10_11+* 

B  "  The  Millman  effect  revisited 

Another  source  of  error  in  our  clocks  is  the  evaluation  of  the  magnet  Lc. 
field  needed  to  operate  the  clock  at  zero  offset  in  frequency.  It:  was 
reported  some  years  ago  by  A.G.  Mungal l5  (1976)  that  there  was  a  difference 
in  frequency  between  the  two  orientations  of  the  magnetic  orienting  field 
(C-field)  in  CsV.  An  explanation  based  on  the  Millman  effect  was  then 
thought  to  be  the  solution,  but  now  proves  to  be  incorrect.  A  change  of 
method  in  setting  the  C-field  has  eliminated  the  frequency  shift  on  C-field 
reversal  for  CsV. 

In  the  old  method,  the  magnetic  field  was  evaluated  with  low  frequency  coils 
inducing  (4,-4)  to  (4,-3)  transitions  at  8  points  along  the  beam  trajectory. 
In  the  new  method,  the  field  dependent  microwave  transitions  (m_  =  1  or 

r 

mp  =  -1;  Amp  =  0)  are  used  to  evaluate  the  average  field  between  the 
exciting  cavities.  Both  methods  have  been  used  in  the  evaluation  of  the 
C-field  of  the  four  primary  C  s  clocks  In  operation  at  NRC. 

For  CsV  there  was  typically  a  fractional  frequency  shift  of  1  x  10  1  *  when 
the  low  frequency  method  was  used  to  set  the  C-field  in  the  reversed, 
compared  to  the  normal  direction.  If  the  microwave  method  was  used  to  set 
the  field,  no  significant  shift  was  observed.  The  average  of  the  two 
methods  agreed,  and  since  the  averaged  C-field  has  always  been  used  for 
setting  CsV,  the  effect  and  the  change  of  method  for  C-field  evaluation  has 
had  no  influence  on  the  CsV  time  scale.  The  explanation  of  the  C-field 
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reversal  effect  using  the  old  method,  in  terms  of  the  Millman  effect  on  the 
clock  frequency^,  is  wrong.  Theoretically,  the  Millman  effect  can  exist 
only  for  Anip  =  ±  1  transitions  (eg.  the  old  method's  low  frequency 
transitions)  and  not  for  Amp  —  0  transitions  (such  as  the  clock  transition 
and  the  transitions  used  for  the  new  method)6.  The  results  for  CsV  can  be 
explained  completely  as  a  Millman  effect  acting  only  on  the  low  frequency 
transition  used  for  the  old  method  of  setting  the  C-field. 

For  the  CsVI  clocks,  it  was  found  that  the  clock  frequencies  showed 
frequency  shifts  with  either  method  for  setting  the  C-field.  Furthermore, 
the  frequency  determined,  using  the  average  of  normal  and  reversed  C-field 
direction,  differs  for  the  two  methods  by  up  to  1  x  10_l 3 .  The  average  of 
normal  and  reversed  C-field  determined  by  the  microwave  method  has  always 
been  used  for  the  CsVI  clocks,  and  after  evaluation  they  have  agreed  with 
the  CsV  frequency  within  a  few  parts  in  10lH. 

In  the  case  of  the  CsVI  clocks,  it  seems  that  the  uniformity  of  the  C-field 
is  the  source  of  the  problem.  In  CsV,  the  magnetic  shields  are  larger  than 
on  the  CsVI  clocks,  and  any  residual  magnetic  domains  affect  the  uniformity 
of  the  field  to  a  lesser  extent.  Simulating  the  microwave  method,  our 
calculations  have  shown  that  if  the  excitation  level  is  not  identical  in  the 
two  excitation  regions,  the  C-field  inhomogeneities  (in  the  excitation 
regions  or  in  the  drift  space)  can  cause  Ramsey  pattern  distortions  which 
make  the  average  frequency  differ  from  the  true  frequency.  Empirically  this 
effect  is  likely  to  be  small  in  our  clocks  since  the  rates  of  all  four  of 
them  are  within  a  few  parts  in  ltd 4  of  each  other  immediately  following 
evaluation. 

CONCLUSION 

We  have  presented  a  new  arid  much  more  exact  method  for  evaluation  of  the 
velocity  distribution  and  the  second  order  Doppler  shift  in  cesium  beam 
frequency  standards.  This  method  can  evaluate  the  shift,  to  an  accuracy 
better  than  a  few  parts  in  ltd5  of  the  frequency  of  the  clock.  It  seems 
feasible  to  Improve  the  accuracy  even  further  with  better  measurements.  The 
evaluation  of  the  C-field  however  is  still  limited  to  a  few  parts  in  lfd4 
because  of  the  uncertainties  linked  to  the  method  used,  and  this  uncertainty 
remains  one  of  the  major  limitations  of  NRC's  primary  clocks. 
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Figure  1.  High  Power  hyperfine  resonances  as  observed  in  NRC  primary 
cesium  clocks.  The  power  level  is  20  dB  above  that  for  normal  clock 
operation.  The  seven  a  and  seven  n  Rabi  pedestals  are  not  resolved  at.  the 
normal  C-field  of  67  mGauss  (upper  curve).  At  a  higher  C-field  of 
260  mGauss  the  Rabi  pedestals  are  resolved  (lower  curve),  and  the 
(3,0  +->  (4,0)  Ramsey  resonance  (vertical  arrow)  is  not  greatly  contaminated 
by  the  neighbouring  Rabi  pedestals. 
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Figure  2.  Processing  data  for  CsVI-A. 

The  Cs  beam  intensity  vs  (microwave  power)?  at  the  centre  of  the  (3,0)  <->  (4,0)  Ramsey 
resonance  is  the  measured  1(b)  (upper  left).  Interpolation  is  used  to  create  a  set  of  equally 
spaced  points,  to  which  a  "tail"  is  added  (upper  right).  This  curve  is  Fourier  transformed  to 
obtain  the  tiire~of-fli$it  distribution  (middle  left)  through  one  ~  1  cm  micrcwave  interaction 
region.  The  time  scale  factor  is  only  approximate  at  this  stage.  Using  f(x),  the  ~  1  cm 
distance  and  Bq.  6,  a  velocity  distribution  is  obtained  (middle  right).  The  velocity  scale 
factor  is  only  approximate  at  this  stage.  The  scale  factor  is  accurately  determined  by 
fitting  tiie  width  of  the  calculated  Ramsey  pattern  (bottom)  to  experiment;  this  width  depends 

on  the  mean  tine  of  flight  between  the  two  interaction  regioas  (2.090  m  for  CsV,  1.006  m  for 
the  CsVI's). 
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Figure  3.  1(b)  (after  interpolation)  and  the  velocity  distribution 
determined  for  CsVI-A  at  low  C-field  (67  mGauss).  Compared  with  Figure'  7-a, 
neighbouring  transitions  have  changed  1(b),  yet  the  mean  velocity  (over  the 
range  118  m/s  to  457  m/s)  is  230  m/s,  and  the  second  order  Doppler  shift  for 
the  clock  is  -23.2  x  10-!1*  0f  the  clock  frequency,  vs  -23.1  x  10  for 
Figure  7-a. 
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Figure  4.  1(b)  (after  interpolation)  and  the  velocity  distribution 
determined  at  low  maximum  microwave  power  (3  mW)  for  CsVI-A,  Compared  with 
Figure  7-a,  in  the  velocity  distribution  (10  mW  maximum  power)  there  are 
changes  in  the  velocity  distribution  (lower  resolution  and  "oscillations"), 
yet  the  mean  velocity  (over  the  range  121  m/s  to  522  m/s)  is  230  m/s,  and 
the  second  order  Doppler  shift  for  the  clock  is  -23,1  x  10“^4  of  the  clock 
frequency,  vs  -23.1  x  10  14  for  Figure  7-a. 
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Figure  5.  1(b)  (after  interpolation)  and  the  velocity  distribution 

determined  for  CsVI-A  with  excess  noise  added  (rras  noise  is  5%  of  the 
maximum).  This  should  be  compared  to  Figure  7 -A.  The  mean  velocity  (over 
the  range  122  m/s  to  984  m/s)  is  232  m/s,  and  the  second  Doppler  shift  for 
the  clock  is  -23.1  x  10”14  of  the  clock  frequency,  vs  -23.1  x  10-14  for 
Figure  7~a. 
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Figure  6.  1(b)  (after  interpolation)  and  the  velocity  distribution 

determined  using  45  points  of  data  for  CsVI-C.  This  should  be  compared  to 
Figure  7-c  for  which  75  data  points  were  used.  The  mean  velocity  (over  the 
range  131  m/s  to  700  m/s)  is  238  m/s,  and  the  second  order  Doppler  shift:  for 
the  clock  is  -24.1  x  10  ^  of  the  clock  frequency  vs  -24.1  x  10  ^  for 
Figure  7-c. 
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Figure  7-a.  1(b)  (after  interpolation)  and  the  velocity  distribution  for 
CsVI-A,  The  mean  velocity  (over  the  range  113  m/s  to  522  m/s)  is  230  m/s, 
and  the  second  order  Doppler  shift  for  the  clock,  is  -23.1  x  10~14  of  the 
clock  frequency. 
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Figure  7-b.  1(b)  (after  interpolation)  and  the  velocity  distribution  for 
CsVI-B.  The  mean  velocity  (over  the  range  121  m/s  to  610  m/s)  is  248  m/s, 
and  the  second  order  Doppler  shift  for  the  clock  is  -25.7  x  10~14  of  the 
clock  frequency. 
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Figure  7-c.  1(b)  (after  interpolation)  and  the  velocity  distribution  for 
CsVl-C.  The  mean  velocity  over  the  range  123  m/s  to  352  m/s  is  236  m/s,  and 
the  second  order  Doppler  shift  of  the  clock  is  -24.1  x  IQ-14  of  the  clock 
f  requency. 
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than  1%  from  the  experimental  pattern. 
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Figure  9-a.  Upper:  1(b)  (after  interpolation)  for  CsV. 

The  maximum  power  level  is  28  mW.  Three  sections  of  1(b)  have  been  matched 
to  extend  the  20dB  range  of  the  calibrated  attenuator  in  CsV. 

Figure  9-b.  Lower:  The  volocity  distribution  determined  for  CsV.  The 
mean  velocity  (over  the  range  178  m/s  to  700  m/s)  is  283  m/s,  and  the  second 
order  Doppler  shift  for  the  clock  is  -39.5  x  10“14  for  the  clock  frequency. 
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QUESTIONS  AND  ANSWERS 


DAVID  ALLAN,  NATIONAL  BUREAU  OF  STANDARDS:  The  accuracy  numbers 
you  quote,  are  they  one  sigma,  or  two  sigma,  or  three  sigma 
numbers? 

MR.  JACQUES:  They  are  one  sigma. 

MR.  HELLWIG:  What  is  the  N.  R.  C.'s  official  claim  for  the 
realization  of  the  second? 

MR.  JACQUES:  We  think  that  we  can  safely  claim  a  part  in  ten  to 
the  thirteenth,  because,  despite  all  of  the  problems  that  we  have 
in  the  magnetic  shields,  the  frequencies  are  within  one  to  two 
parts  in  ten  to  the  fourteenth,  one  from  the  other.  But  on  the 
other  hand,  we  are  not  sure  how  long  we  can  go.  Because  of  those 
problems  in  the  magnetic  shields,  we  can't  evaluate  them  as  well 
as  we  would  like.  We  have  only  Cesium  V  for  which  the  magnetic 
shields  are  very  stable.  This  leaves  us  with  only  one  clock, 
which  we  can't  compare  to  itself. 

MR.  HELLWIG:  You  cannot  compare  using  GPS? 

MR.  JACQUES:  We  just  got  the  GPS  receiver,  but  the  problem  is 
that  we  need  to  do  these  comparisons  within  twenty-four  hours,  or 
possibly  forty-eight  hours  to  be  sure  that  they  are  accurate, 
especially  for  the  reversal  of  the  beam,  which  we  have  to  do  as 
fast  as  possible. 
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